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DESIGN OF A RADIOACTIVE NON-CONTACT ENCODER 


Use of a semiconductor detector for determining the presence of radioactiv- 
ity has been made possible by an N-P junction diode detector which permits a 
compact assembly. An M N M type crystal is formed by addition of controlled 
amounts of phosphorus, arsenic, or antimony; "P" type crystal is formed by ad- 
ding boron, arsenic, or antimony. 

Figure 1 shows a schematic of a semiconductor diode. In "P" type material, 
negative charges are shown bound in the crystal structure while holes, positive 
charge carriers, are free to move under influence of an applied electric field. 

In the "N M type material, the positive charges are bound while the electrons are 
free to move. 

A potential applied as shown permits the negative and positive charges to 
move toward the junction, resulting in a current flow. Reversing the potential, 
causes the negative and positive charges to move from the junction and no cur- 
rent (except for a small leakage current) results . A depletion region free of 
charge carriers has been formed in the vicinity of the junction. An ionizing par- 
ticle passing through this region will produce ion pairs resulting in a momentary 
current flow. The charge produced is proportional to the number of ion pairs 
produced, one pair for each 3.5ev of energy lost. 

A detector should be selected with a depletion depth equal to or greater than 
the range of the particle concerned. Silicon is usually chosen as the detector 
material because of the large number of hole-electron pairs created as compared 
to the number created in gasses or other materials and also because the pulse 
rise time is of the order of 10 nanoseconds . 

Because the alpha sources available for use are considerably more ener- 
getic (in excess of 5 Mev) than the available beta sources (approximately 0. 16 
to 0.55 Mev), more ion pairs are created with a resultant larger voltage signal. 
This is the basis for the encoder design. 

Referring to the nomograph (Figure 2) of this report, one notes that the re- 
quired bias and depletion depth for an alpha source is considerably less than that 
required for a beta source. 


ENCODER ASSEMBLY 

Normally, a non-contact shaft position encoder consists of three major com- 
ponents - (1) a detector ; (2) encoder disk; (3) triggering environment for detector 



(light or magnetics). These are in addition to the necessary electronics. A 
radioactive source encoder may contain either all three of the aforementioned 
components or because a radioactive source requires no wiring, the disk may 
be eliminated by permitting the radioactive sources to rotate, 

Figure 3 represents a laboratory model of the 3 bit encoder assembled by 
AMF under contract to GSFC. Neither the size nor the assembly indicated a 
final version but is merely a feasibility model. 


RADIOACTIVE SOURCE 

The radioactive source used is 241 Am of approximately 160 Curies. It was 
chosen because it is almost pure alpha, highly energetic (5*48Mev), and does 
not come under special Nuclear Materials licensing requirements and has a long 
half life (548 years). 

As assembled in the feasibility model, three separate sources, manufac- 
tured by Monsanto Research Corporation, Dayton, Ohio are used and are sta- 
tionary. Physical size and assembly of the source is shown in Figure 4. The 
sources are still operational after 3 years. 

The same effect could have been accomplished by either (1) using a station- 
ary source with a diameter largq enough to cover the three detectors with a mask 
on the source to expose an area equivalent to the sensitive area of each detector 
or (2) by permitting the source to rotate with a thin mask which duplicates the 
geometry of the disk. The charge is the same for a radioactive source 5/16" to 
1" diameter. 


DETECTOR 

A. Description 

The semiconductor detector used is a SJ 2400 silicon diode detector packaged 
in a TO-5 can with a 0. 1mm depletion depth, 1000 ohm cm resistivity manufac- 
tured by the RCA Victor Co. , Ltd. , Montreal, Canada. 

B. Theory of Operation 

The associated electronics consist of two distinct systems - an amplifier 
and an integrator. Figure 5 is a schematic of these systems. 



These systems developed by AMF for GSFC functions as follows: 

The amplifier is a two stage affair with its parameters tailored to am- 
plify and shape the detector output signal for presentation to the integrator 
circuit. The first stage, consisting of transistors Q? and Q2, is a current 
driven feedback pair whose gain is controlled by the ratio of R3 to R6. A 
large amount of feedback is employed to provide a very low input impedance 
and high gain stability. The effective low input impedance of this stage then 
serves to optimize the current output of the detector. The value of capaci- 
tor C2 is kept small to limit the noise bandwidth of the amplifier but must 
be large enough to prevent excessive differentiation of the signal pulse. 

The second stage of the amplifier, composed of transistors Q3 and Q4, 
forms a voltage driven feedback pair whose gain is controlled by the ratio of 
B 11 to RIO. This ratio is kept low, giving the circuit a large degree of neg- 
ative feedback, thereby providing very stable gain, improved frequency re- 
sponse, high input impedance and low output impedance. The high input im- 
pedance of this stage minimizes its loading effect of the following circuitry 
upon the amplifier. 

After amplification the detector pulses are applied to the count integrator 
circuit. Referring to the integrator circuit diagram, the signal from the 
amplifier is coupled through emitter follower Q1 to a single shot multivibra- 
tor consisting of transistors Q2 and Q3. The trigger threshold of the single 
shot is controlled by the ratio of R4 to Rll so that discrimination against 
false triggering by noise is provided. The single shot provides a pulse 
standardized in width and amplitude for the integrator circuit. The integra- 
tor circuit, consisting of transistors Q4 and Q5, averages the detected count 
rate and provides a DC voltage level at the collector of Q5 proportional to 
the incoming count rate. When this level falls below the conduction voltage 
of zener diode CR4, transistor Q6 switches off and its collector level goes 
positive from zero to 20 volts indicating that the input rate count exceeds the 
preset rate. The value of the preset rate is controlled by the single shot 
pulse width which is a function of the value of C3 and integration time which 
depends upon the value of C5. For low count rates C8 can be added, however 
this increases the system response time. Following is a table of typical 
values used. 


Preset Count Rate 

C3 

C5 

C8 

10,000 Counts/Sec 

500pf 

2000 pf 

None 

2, 000 Counts /Sec 

2500 pf 

2000 pf 

1.0 mf 
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OTHER APPLICATIONS 


The same system has been applied to indicate the extended length of a space- 
craft boom. The boom used is a beryllium, copper type wound on a spool before 
being extended. The radioactive source is positioned so that it rotates with the 
spool and generates a pulse when it passes the detector which is stationary on 
the adjoining structure. In conjunction with an electronic counter, multiplying 
the number of counts displayed by the circumference of the spool , one obtains 
the extended length of boom. 


ADVANTAGES 

X. The elimination of a disk should make the encoder more compact than 
existing encoders, providing closer assembly between source and 
detector . 

2. Elimination of wiring and circuitry required by conventional light 
sources or other means, could result in less complex electronics. 

3. Higher reliability source results since no input is necessary. 

DISADVANTAGES 

1. The detector is packaged in a TO-5 case rather than a TO-18 case for 
a light sensitive detector. This results in a slight^ ' ' rger unit . 

2 . Since the assembly includes radioactive material extra handling pro- 
cedures are necessary. 


PERFORMANCE 

When tested at ambient and cold temperatures (-40° F) in the laboratory the 
systems performed well with a stepper motor as the driving force . Three years 
after initial assembly, the encoder's performance at ambient temperature was 
equal to its initial performance. No testing was done at other temperatures nor 
was the boom indicator assembly tested at either temperature because of lack 
of funds . 
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deuctor 

HAS, VOLTS 


DEPLETION DEPTH CAPACITANCE. 
RANGE, MICRONS mmf CM * 



n-TYPE SILICON 
RESIT' 7! TY, OHM-CM 

40.000 - 

30.000 - 

20.000 

15.000 - 

10.000 ; 

8000 ^ 

6000 - 
5000 

4000 - 

3000 - 

■ 

2000 -= 

1500 - 

1000 - 
800 ^ 

600 ~ 

500 - 
400 - 

300 

200 

150 - 

100 


To find the range of the particle of interest, draw a horizontal line to the depletion depth scale To find the opera 
ting voltage and resistivity necessary to stop the particle, draw a line thro one of the above parameters and the 
range Where it intersects the third scale indicates the final parameter of interest The above example shows that a 
10 mcv proton has a range of 730 n in silicon Therefore, 3000 ft cm material with 600 volts applied bias is nec 
enary to stop a 10 mev proton in the sensitive region of the detector. 

Figure 2. Nomograph 
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Figure 3d. Detector Mount 


NOTES; 


1. MIN. INSIDE RAD. ON SLOTS (0.031 NOM, R.) 

2. FINISH; IRIDITE. 



0.01 x 45° CHAMFER 
BOTH ENDS 



* 

1 SUPPLIER: P.I.C. 1 — 15 

Figure 3f . Shaft 
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ASSEMBLE IN ORDER 


♦ 


8-32 



EE 


— C 
• — B 


f 

0.22 


PART NO. 5 

STAINLESS STEEL 


. PART NO. 4 
0.005" Au OR Pf 


PART NO. 3 
■ 0.00015" TO 0.00025" 
STAINLESS STEEL OR Pi 


Ol 




h-c- 

• — B 


. PART NO. 2 
0.005" Au OK Pt 



~T~ 

0.23 

_L_ 

T~ 

0.02 



PART NO. 1 
STAINLESS STEEL 


DIMENSIONS (in.) 

5/16 to 1 in. increments of 1/8 
1/4 to 15/16 In. increments of 1/8 
1/8 to 13/16 in. increments of 1/8 


NOTES: 

1. SEAL IS EFFECTED BY PRESSING PARTS TOGETHER OR BY WELDING OR SOLDERING 

2. CONCENTRATIONS ARE UP TO 100mc/cm 2 

3. LEAK TEST BY WIPING FOR ALPHA 

4. USE WITH NO MORE THAN ONE ATMOSPHERE CHANGE IN PRESSURE AND CHANGE 
PRESSURE SLOWLY 

5. USE IN DRY ATMOSPHERE 

6. USE IN A PROTECTED AREA 

7. WIFE TEST RIM, BUT DO NOT APPLY PRESSURE TO COVER 

Figure 4. Am Alpha Source Container (Model MRC-A-SS-P-Am) 
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Figure 5a . Nuc lear Detector Amp i Iff 
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